[A method for the determination of bromide in urine with an ion-sensitive electrode (author's transl)].
A potentiometric method for determining the concentration of bromide in human urine is described. On account of its specificity and precision, this method is especially suited for the determination of slightly elevated bromide concentrations due to occupational exposure to alkyl bromides. The rate of recovery is 102.5 to 112.5%, and the variability coefficients lie between 5.8 and 8.6%. The detection limit is about 0.013 mmol/l. The concentrations of bromide in the urine of a group of normal persons lie between 0.059 and 0.162 mmol/l.